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Introduction
Surface-enhanced Raman spectroscopy (SERS) uses the amplification of Raman scattering by a chemical (CM) enhancment mechanism along with, a usually more pronounced, electromagnetic (EM) enhancment mechanism on nano-structured coinage materials (typically gold and silver) [1] [2] [3] which can result in the detection of even single-molecules. 4, 5 Enhancements are highly dependent on the localized surface plasmon resonance (LSPR) of the nanomaterials. 6, 7 However, to deliver reproducible enhancements, strict control over material nanostructuring or ensemble averaging approaches is required. Various nanostructuring methods such as electron beam lithography, 8 nanoimprint lithography, 9 nanosphere lithography 10 and electrochemical deposition 11 have been used. These techniques are typically applied to planar substrates and, despite the complexity of these methods, precise control at the 1-10 nm SERS length scales remains elusive. In contrast, colloidal SERS offers a relatively simple approach with several advantages over planar substrates, including reduced sample volumes and large surface areas. The latter allowing for ensemble averaging in small volumes. 12 Colloidal SERS is commonly performed by aggregating (e.g. by adding salts) nanoparticles with analytes; the aggregation results in plasmon 'hot spots' to deliver high enhancements. This popular approach does not allow spatio-temporal control, resulting in polydisperse aggregates and thus low measurement reproducibility. 13 Use of spacer molecules to control the nanogap between colloidal nanoparticles has been used to control and improve reproducibility of aggregation. 14 However, lack of temporal control and potential interference from analytes or other aggregation-agents in solution makes the approach less generic. Microfluidics has also been employed for reproducible homogenisation of the nanoparticle-analyte-aggregating agent mixture to improve monodispersity, [15] [16] [17] but such approaches introduce experimental complexity and difficulties. Alternatively pre-aggregated NPs can be straightforwardly trapped within a polymer film with highly uniform plasmonic properties (3.2% deviation). 18 While simple, the approach is unsuitable for the inclusion of multiple functional elements with defined nanoscopic control, thereby limiting the functional sophistication of the SERS sensor.
A promising alternative for the construction of SERS-substrates is to 'freeze' plasmonic nanogaps by mounting nanoparticles on planar or colloidal substrates using a layer-by-layer (LbL) self-assembly strategy. LbL fabrication is a powerful approach that enables the construction of polyelectrolyte-based composite materials through iterative cycles of adsorption. [19] [20] [21] Its sequential nature allows the incorporation of a multitude of charged functional building blocks within and across layers in tightly controlled arrangements.
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Please do not adjust margins ability to create tuneable and programmable sensor architectures has been demonstrated for highly sensitive and yet reproducible and quantitative sensing. Achieving high sensitivity along with reproducibility and quantitation is a much vaunted goal in molecular sensing which we address here.
In this work, we demonstrate the advanced versatility of the LbL approach to fabricate plasmon-tuneable, sensitive, quantitative and self-calibrating colloidal SERS sensors. Using alternate coatings of gold nanoparticles (AuNPs) and polyelectrolyte 'spacer' layers to control nanoparticle spacing in the radial direction, it is shown that plasmonic coupling can be tuned to specific LSPRs. Sequential LbL deposition additionally allows the creation of independent SERSactive layers to accommodate internal standards for calibrated quantitative measurements. AuNPs are adsorbed directly from their colloidal suspension without addition of any further salt. Consequently AuNP assembly creates uniform deposition at the layer of choice without polydisperse aggregates, overall enabling the controlled fabrication of reproducible AuNP sensors. Thus our versatile approach of creating 3D plasmonic architectures using the LbL method on microspheres combines the advantages of colloidal sensors and ensemble averaging to yield sensitive yet reproducible and quantitative sensors.
Experimental

Materials
Polystyrene microparticles (19.5 µM, 10% (v/v) in aqueous suspension) were purchased from Microparticles GmbH. Citratecapped AuNPs (40 nm, 8% CV, 9 x 10 10 particles ml -1 ) were purchased from BBI Solutions. Poly(ethyleneimine) (PEI) (M w ~750 000 g/M, 50% (wt) in water) and poly(sodium 4-styrenesulfonate) (PSS) (M w ~70 000 g/M) were purchased from Sigma-Aldrich and diluted to 2 mg/mL in 0.5 M NaCl. Polyelectrolyte solutions were sterile filtered (0.22 µM pore size) after preparation. 4mercaptobenzoic acid (4-MBA) (99%) and adenine (≥99%) were purchased from Sigma-Aldrich. 4-MBA was diluted to 1 mM in ethanol, with further dilution in acetate buffer (100 mM, pH 5) prior to use. Adenine was diluted to 1 mM in Milli-Q water and diluted further in acetate buffer (100 mM, pH 5).
Sensor Fabrication
The initial PEI/PSS/PEI polyelectrolyte cushion was adsorbed by pipetting polystyrene microparticles (typically 50 µl of 10% v/v) into an Eppendorf filled with polyelectrolyte solution (2mg/mL, 0.5M NaCl, typically 400 µl) followed by shaking for 20 minutes. The particles were washed three times in water by centrifugation. AuNP-layers were applied by pipetting beads into an Eppendorf filled with AuNPs (used as provided by BBI Solutions) followed by shaking for one hour. The amount of nanoparticles was calculated as such, that excess concentrations were used (2x coverage of the entire surface area). After incubation the beads were washed by centrifugation (1400 g, 90 seconds) until the supernatant was clear. Further layers of polyelectrolyte and AuNPs were applied as described above. Sensors were stored at 4 °C in acetate buffer (pH 5) until use (typically within 1 week).
Sensor Application
Sensors were exposed to analyte by pipetting 5 L of 0.1% (v/v) microparticles into 20 L of analyte following shaking for 30 minutes at room temperature. The sample was then washed 3x in acetate buffer to remove any non-adsorbed molecules. Measurements were made on the same day.
TEM
Sensors were washed and suspended in 500 µL of Milli-Q water and 1% (w/v) sodium alginate (Sigma-Aldrich). The samples were then centrifuged to form a pellet prior to addition of 0.1 M CaCl 2 for gelation. An ethanol series was used to dehydrate the pellets, followed by 3 washes and soaks in Spurr resin (Sigma-Aldrich). The resin was heated to 60°C for 24 hours until cured. 120 nm sections (obtained using a Reichert Ultracut E ultramicrotome with glass knife) were applied to copper TEM grids and imaged.
Instrumentation
Static light scattering measurements were performed with an OceanOptics DH-2000 UV-Vis-NIR source and an OceanOptics USB2000 spectrometer. The incident white light was collimated and scattering spectra were collected orthogonal to incident radiation ( Figure M1 , see ESI). The scattering intensities were normalised using a diffuser to correct for system spectral variation in the source as well as the detector. Bright-field images were acquired using a Nikon Eclipse LV100 microscope (20x objective with 0.45 N.A.). TEM images were acquired using an FEI Tecnai T12 Transmission Electron Microscope (87000x magnification). The Raman measurements were performed on a Renishaw InVia spectrometer. Both 633 nm (He-Ne laser, 6 mW max output) and 785 nm (solid-state diode laser, 120 mW max output) excitation sources were used. The power output was adjusted to approximately 0.25 mW -0.5 mW at the objective (Olympus, 0.40 N.A., 20x) and measured prior to each experiment. Sensors were measured individually with 10 second extended scans. Processing was performed with IRootLab 30 and
Renishaw's WiRE software.
Simulations
Finite-element simulations were performed using COMSOL Multiphysics v5.3, with Wave Optics Module. A three-dimensional model of an array of gold nanoparticles with radius of 20 nm and varying gap between the particles was constructed. The surrounding medium sphere radius was 800 nm surrounded by Perfectly Matched Layer (PML) of 200 nm thickness to act as an absorber of the scattered field to eliminate back reflections. A plane wave was travelling at a positive x direction with electric field polarisation along the z-axis. Refractive index of water was taken as 1.33, and of gold was taken from COMSOL Optical Materials Database. Wavelength range was between 400 and 900 nm with a step size of 10 nm. Figure M2 (see ESI) demonstrates the geometry of the simulation model and the equations used.
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Results and Discussion
Fabrication of sensors Figure 1 illustrates the key steps involved in fabricating the sensors. First an initial polyelectrolyte cushion consisting of at least three polyelectrolyte layers (poly(ethyleneimine) (PEI)/ poly(sodium 4styrenesulfonate) (PSS)/PEI, with PEI being cationic and PSS being anionic; alternate layers deposit due to electrostatic attraction between oppositely charged species) is applied to 20-µm-diameter polystyrene beads to provide a reproducible foundation for further modifications independent of the template material (the bead used as core). 19 Alternating layers of negatively charged AuNPs and the cationic polyelectrolyte PEI are then applied. While adsorption of PEI layers is conducted in 0.5M NaCl solution to ensure that the polyelectrolyte is fully soluble (in the fluid phase) 31 enabling rapid and complete layer assembly, the nanoparticles are adsorbed directly from their colloidal suspension to prevent aggregation.
In order to minimise AuNP consumption, 20 µm beads were used as a template. This enables a larger volume of microparticles (1-5% v/v) to be used whilst limiting AuNP concentrations required for coating in this study. However, essentially any material can be used as a template or a coating layer, providing it carries an appropriate charge and posesses suitable dimensions. 32 Furthermore, the size of the core, 1 -20 µm diameter was not found to have any effect on the optical properties resulting from LbL deposition of AuNP layers (see Figure S1 in ESI).
By introducing AuNPs in a sequential layer-by-layer fashion, it is possible to design SERS sensing elements in a highly defined manner. Figure 2 shows samples coated with one to four layers of AuNPs, connected via single coatings of the polycation PEI. The sensors are illustrated in Figure 2a , with corresponding bright-field images in Figure 2b . Sensors with one single AuNP layer appear red, demonstrating that the majority of the coating consists of an AuNP sheet (i.e. non-aggregated). Additional AuNP layers shift the colour towards dark blue and purple, indicating that strong plasmon coupling occurs across layers. Figure 2c documents TEM images of microtomed sensor sections with one and four AuNP layers. A single coating of AuNPs (Ø40 nm; CV8%) results in a layer with an average thickness of 40-60 nm, in essence attaining a monolayer coating.
Although the TEM images are obtained after several processing steps even involving dehydration (see experimental section) it is clear that 4 AuNP coatings yield a total thickness of 160-200 nm.
This indicates that adsorbing PEI/AuNP layer pairs follow a linear, monolayer by monolayer assembly sequence. While due to the complex processing steps involving dehydration the precise spacing between AuNPs with a layer and between the layers could not be determined by TEM, the systematic tuneability of plasmon resonances backed up by our simulation results provide insight into the spacing of AuNPs. This is discussed in the next section. The scattering spectra of the colloidal sensors plotted in Figure 2d show the evolution of plasmon resonances with sequential LbL coatings of nanoparticles. For sensors with a single layer of AuNPs, there are two main LSPR peaks, one at 550 nm and a second emerging at approx 680 nm. The former predominantly represents singular AuNPs, and the latter coupled AuNPs within the layer.
Tuneability of plasmon resonances
Single nanoparticle spectra in water shows a scattering peak at 545 nm as expected (dotted spectrum in Fig. 2d ). The slight shift to 550 nm in sensors could be expected due to the slightly different dielectric environment with the polyelectrolyte layers and the polystyrene bead. Scattering intensity is proportional to the squared volume, 33 thus larger assemblies of AuNPs will have a higher contribution. Therefore the spectrum of the sensor with a single layer indicates that the majority of AuNPs remain in an uncoupled state. However, the peak at ~680 nm is due to coupling between AuNPs within the layer which at smaller separations shows Please do not adjust margins Please do not adjust margins the well-known red-shift in the dipolar plasmon resonance. This observation is consistent with simulations carried out with a planar array of gold nanoparticles at different spacings (Figure 3 ). It can be seen that the red-shifted Fano-like resonances arise due to plasmon coupling. 34 Relevant to this work it is important to note that with a decrease in interparticle spacing the plasmon modes red-shift. In fact using our simulation results it can be postulated that within the first layer the spacing between nanoparticles is inhomogenous but likely not smaller than 2 nm since the simulated spectrum for a 2 nm gap shows a red-shifted peak also around 680 nm which agrees well with the 2 nd peak in the measured spectrum of sensors with 1layer of AuNPs. The peak at 550 nm markedly reduces with the 2 nd layer confirming that the uncoupled nanoparticles in the first layer have been plasmonically coupled. This could be by filling of the gaps remaining after the deposition of the first layer and additionally by deposition of a 2 nd layer of nanoparticles. Since only a single polyelectrolyte spacer layer is used it would be expected that the coupling in the radial direction (vertical direction to the plane of AuNP layer) would be strong given that the separation would not be expected to be more than 1-2 nm. This coupling also would result in a red-shift of the dipolar (and multipolar) plasmon resonances consistent with increased plasmonic coupling [35] [36] [37] as the number of interacting particles in the radial direction increases with addition of sequential layers. The heterogeneity in separations as expected in AuNP coating layers in a solution-based LbL appraoch therefore leads to the broad peak observed between 700 and 850 nm to redshift further on addition of subequent 3 rd and 4 th layers. The multiplicity of spectral features is also expected due to multiple orientations (polarisations) on the sensor giving rise to ensembleaveraging in the experimentally observed spectra. Nevertheless, the trend that multipolar plasmon peaks will red-shift on vertical coupling between layers is supported by our simulations of 2-layer arrays that are compared to 1-layer arrays ( Figure S2 ). Spectral features in the scattering spectra obtained by simulations show broadening (due to increase in number of multipolar peaks) and a red-shift of all spectral features as the spacing reduces both within a layer and between the layers. From a comparison it can be seen that our experimentally observed scattering spectra are most similar to the case of Fig. S2d wherein both the spacing between AuNPs within a layer and between the layers is 2 nm.
SERS sensor characterisation
Being able to tune the LSPR is an exciting prospect for SERS sensor design; the electro-magnetic enhancement for SERS is an E 4 approximation, with E 4 being derived from a product of E 2 for the incident photons and E 2 for the scattered photons, 3, 38 where E is the electric field. Therefore it is critical that the surface plasmon is not only in resonance with the incident wavelength but also with the wavelength of the scattered photons; this is especially relevant with red and NIR excitations as the Raman scattered wavelengths can differ remarkably. The layer-by-layer approach allows tuning of the LSPR sensors within a wide range, enabling the optimization towards a specific excitation wavelength, and enhancing their detection sensitivity to the major peaks of a given analyte.
To illustrate the approach we chose 4-mercaptobenzoic acid (4-MBA) as a SERS reporter molecule due to its high binding affinity with AuNPs via a thiol group and the presence of two distinct ringbreathing vibrational modes at 1075 cm -1 and 1585 cm -1 . 39 The scattering data indicates that plasmon resonances would be better suited for a 633 nm excitation with single layer sensors than with a 785 nm excitation (see Figure 2d ). In contrast, for sensors with two to four AuNP layers, the 785 nm excitation should be better suited.
To verify this hypothesis, the different sensor configurations were tested for their SERS signals. The sensors were first exposed to 10 M 4-MBA solution for 30 minutes and retrieved by centrifugation to discard unbound molecules before SERS measurements were made. Spectra were taken from 10 individual sensors from each of the 1-4 layer samples.
The measured SERS spectra shown in Figure 4a (with corresponding peak intensities in Figure 4c ; intensities from each sensor are shown as a scatter plot in Figure S3a ) with 633 nm excitation reveal that all sensors show a distinct signal for the two ring-breathing peaks of 4-MBA (raw spectra and controls are presented in supporting information at Fig. S7 and Fig. S8 ). While the single layer sensors show a clear spectrum, the addition of a second AuNP layer increases the signals. However, the addition of subsequent layers diminishes the observed SERS intensities at this excitation wavelength. It is possible that the addition of a second layer results in a net increase in actual short-range plasmonic interactions as the gaps on the surface are filled replacing the long-range coupling. Another contribution to the signal will be the increased amount of gold surface available for attachment of analyte in saturating conditions. However, subsequent additional AuNP layers on the sensors results in de-tuning of the plasmonic resonances that are excited by the 633 nm excitation, thus significantly reducing SERS enhancements. On the other hand with 785 nm excitation ( Figure  4b, d ; intensities from each sensor are shown as a scatter plot in Figure S3b ), the single AuNP layer sensor produces weak SERS signals. The signals increase with the addition of subsequent two layers before they decrease again with the addition of the fourth layer. The SERS response with 785 nm excitation of the different layer sensors is along expected lines as the plasmon resonances red-shift (as shown in Figure 2d ) and tune-in better with the 2 and 3 layers compared to 1 and 4 layer sensors.
The ratio between the intensity of 1075 and 1585 cm -1 peaks reflects the enhancement levels at the corresponding scattered wavelengths for a given number of layers (Figure 4c, d ). From this perspective the sensors perform better with 633 nm excitation compared to the 785 nm excitation. Overall the 2 layer sensors gave the highest signals with the 633 nm excitation and the 3 layer sensors gave the highest signals with the 785 nm excitation. However, the reproducibility/variation (relative standard deviation (RSD)) in signals was lowest for the 2 layer sensor with 633 nm excitation. The reproducibility in signals for the 2 layer sensors was also better than a single layer sensor, likely due to higher uniformity in nanoparticle coverage achieved.
Importantly, all sensors, from one to four AuNP layers, provide highly reproducible measurements (RSD 8-12%, n = 10). The RSDs of the peak intensities provide a means to assess the sensor's measurement reproducibility. Differences not only reflect inconsistencies of the nanostructured material, but also systemic/handling variations. Given that the variation of AuNPs size is specified to be 8%, the obtained RSD indicates beneficial contribution from ensemble averaging.
The previous experiments identified the 2 AuNP layer assembly as being optimal, with it proving to be the most reproducible sensor when a 633 nm excitation source is used. With the 4-MBA reporter molecule the sensors are found to have a deviation of around 8% and 8.6% for the two peaks. Sensors of this conformation also provide an enhancement factor (EF) of approximately 9 x 10 5 (see S4 for Calculations). The enhancement and reproducibility with both excitation wavelengths exceeds the other layer configurations, making it the preferred construct for calibrated sensing.
Quantitative SERS sensing using internal 'calibration' standard
So far we have shown how to use layer-by-layer technology to fabricate reproducible SERS sensors that can be optimized for specific excitation wavelengths and major peaks of an analyte. In addition, the LbL approach allows the creation of multiple SERSactive zones within a composite colloid that are isolated from each other. This can be used to embed internal standards. Internal standards are of particular interest for constructing SERS substrates because they overcome effects such as fluctuating laser power, change of focus or drift within the optical alignment and even differences in the enhancement factor (EF), 40 and thereby provide a means for improved quantification. Please do not adjust margins
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To demonstrate the concept, SERS sensors for 633 nm excitation with an internal standard based on 4-MBA were developed to measure adenine concentrations. As noted above we found that the 2-layer sensors showed the highest and most reproducible enhancement. Therefore we chose the 2-layer configuration as the basis for developing self-calibrating sensors with an internal standard. Adenine was selected as the model analyte as it has a main ring breathing peak at ~735 cm -1 , 41 distinct from 4-MBA peaks.
4-MBA covalently attaches to the gold via a thiol bond forming a monolayer and therefore is well suited as an internal standard. The sensors consist of three main elements (Figure 5a ), the first being an internal SERS-active zone consisting of two AuNP layers that are exposed to the 'internal standard' 4-MBA SERS reporter at a saturating concentration (i.e. 10 µM) during assembly. The second zone is a spacer layer consisting of 5 polyelectrolyte layers ((PEI/PSS) 2 PEI) that is used to distance and optically isolate the 'internal standard zone' from the second SERS-active zone for analyte (adenine) sensing. 5 intervening polyelectrolyte layers were optimal to maintain the integrity of the 'internal standard' SERSactive zone by optical isolation. Figure S5 shows scattering data from a sensor with two-SERS active zones separated by 5 intervening polyelectrolyte spacer layers for comparison with 2layer and 4-layer sensor constructs obtained by consecutive deposition of layers. The scattering spectra demonstrate that the sensor with two isolated SERS-active zones (the 'internal standard' sensor) is more similar to a 2-layer sensor than a 4-layer sensor. This confirms that the two SERS active zones separated by 5 spacer layers are sufficiently decoupled. Sensors with 3 spacer layers were also investigated but proved less suitable due to the formation of a second scattering peak ( Figure S5 ). Lack of consistent and reproducible optical isolation in these sensors resulted in larger fluctuations in peak intensities and corresponding ratios between peaks when compared to sensors with 5 spacer layers (Table S6 ).
Figure 5b
presents spectra taken with 633 nm excitation for the internal standard sensors exposed to adenine in concentrations varying from 100 µM to 10 nM, where 10 nM was found to be the limit of detection (LOD) experimentally. From analysis of the data the limit of quantification (LOQ) is estimated to be 33 nM. The data from 100 nM onwards is used to plot a linear calibration curve (Figure 5c ) by normalizing ten single particle spectra by either the 1075 cm -1 or 1585 cm -1 peaks of 4-MBA and calculating a mean of the normalized adenine 735 cm -1 peak. Linear regression was used to fit the SERS data from the sensors to obtain the calibration curve (Figure 5c ). It shows that the dynamic range is linear over the three orders of magnitude range tested here for the sensors. In order to further establish the quantitative ability of the sensors, 'singleblinded' measurements were conducted with three adenine concentrations (65 µM, 8 µM, and 350 nM), providing an unbiased quantitative assessment. The sensors were soaked in analyte as before and 5 particles measured from each sample to determine a mean. Figure 5d shows how the measured concentrations (as given by the calibration curve) compared with actual (prepared) concentrations. The results present a high degree of accuracy with % errors ranging from 3.8% -7.4% after normalization to the 1075 cm -1 peak, and 0.42% -3.8% after normalization to the 1585 cm -1 peak. Thus accuracies can reach >99.5% at µM concentrations while overall they were always found >92.6%. Good precision is also 
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Please do not adjust margins demonstrated with RSDs ranging from 9.44% -13.7%. Whilst there is an increase in RSD versus standard 2 layer sensors, these values are markedly lower than the individual combined RSDs of the adenine peak and either of the 4-MBA peaks, showing that the internal standard provides a platform for highly quantitative measurements. It is noteworthy to mention that our approach of utilising the LbL approach for making colloidal SERS sensors with an internal standard is unique and therefore comparison with similar SERS sensors is difficult. Nevertheless, the fabrication method is elegant, inexpensive and the sensors are field deployable; where relevant data is available we can say that the quantitation ability is comparable or better than other self-calibrating (internal standard) SERS strategies including those published by us earlier.
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Conclusions
In summary, we have developed an accessible way to prepare reproducible and quantitative colloidal sensors with tunable localized surface plasmon resonances based on sequential adsorption of polyelectrolyte/AuNP layers. The high level of spatial control afforded by the LbL approach allows SERSactive zones to be isolated within sensors, enabling the incorporation of internal standards that allow accurate and reproducible analyte quantification. This simple approach offers the construction of bespoke and multi-functional sensors for diverse analytical sensing applications.
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